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HA MEAULIUHCKOE U3JAEJIUE>
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OFAEPAABHAS CAVIKBA ITO HAA3OPY B COEPE SAPABOOXPAHEHMH
(POC3APABHAA3OP)

HPH.HO)KEH"E

RPETHCTPALIHOHHOMY YAOCTOBEPEH"['O
HA MEAWLUHWHCKOE U3AEJIME /

oT 23 okTaOps 2019 roga  Ne P3H 2019/9120

Ha MeaummHCKoe H3aemme ;
AHAIH3ATOP FeMATOJOTHYECKMH aBToMaanecnnii BapHAHTLI HCOOdHEHHA:
BC-6800Plus, BC-6200, BC-6000: @

[. AnanusaTop reMaTonory9eckHii amomamqecmn BC-6800Plus, B .'ocmae

1. Anaymsatop BC-6800Plus ocHoBHOI 6110K. &

2. Ka6ems nutanus (power cable (EU)), ue Gojee 2 mrT., ;

3. PykosoactBo oneparopa BC- 6800Plus (Operator’s Manual), He Gonee 2 mT.

4. Ceresoit kabems (Network wire) :

5. Pydka ansi TpaHCTIOPTHPOBKY -yerpoiictsa (Handle for Transportatxon) 4 wr.

6. CkaHep HITPHX KoOa BHemHnﬁ (Handheld Barcode Scanner).(pi He0GXOHMOCTH).

7. Markuii KOHTeHHED st orxonon, 20 ymtpos (20L soft bottle)

8. C60pKa KphIIKH EMKOCTH-IUIA 0TX010B (Waste Cap assm).)

9. C6opka KpbIIKH q)naxox{a pasGapurens M-6D (Component for Diluent M-6D CAP).

10. C6opKa KpBIIIKH qJJlaKO'ﬁa pearenta M-6DR (M-6DR .CAP Component for RET Diluent).
11. C6opka KpeOIKH ttmalcona pearenta M-6LH (M-6LH CAP Component for Lyse).

12. CGopka Kpeimku ¢iakona pearenta M-6LD (M- -6L.D CAP Component for Lyse)

13. C60pKa KpHILOKH (I18KOHA peareHTa M-6LN (M- 6LN CAP Component for Lyse). =

14. PeareHT mist oq:nc'rxu soHpaa Probe Cleanser (Probe Cleanser) (npu Heoﬁxommocm)

15. TpyGxa mns o'rxo,uon B cbope (Waste Tube assm) A,

16. Kommrnexr 13 gByx mckos [10: f

16.1. Laboratory Data Management Software (Chent) <

16.2. Laboratory:Data Management Software (Sorvcr)

L7 Homepxmnammaa HIacTHHA Kou'reﬁﬂepa ,rum pas6asutens (Diluent Assembly holder),
He Oonee 2 mTe,’ St

18. KOMGmmponaHHme BHUHTBI C prrnoi& ronomcon M3x8 (M3X8 combmed bolt), He Gosee
4 mT. 22

19; Komﬁuﬂnponanﬂme BHHTBI C prrnoﬁ ronomcoﬁ M4X8 (M4X8 combmcd screw), He
Gonee 8 mT.

20. Hﬂemamecxni& MOIYJIb (Pneumatlc System)
21. Kaﬁenb [HEBMATHIECKOI MOYJLH {Control Wire of Pneumspc‘ﬁﬂ" “‘rﬁ‘) i
22. Ipenoxpanmrers (Fuse), He 6onee 2 mr. 0 RN
23. I'Ipoapaqnan TpybKa 6 MM X 4 MM (Tubmg, PU tube 6mrrf)’€4mmuﬁ“an§garent)f§e Houee 2
mr, ¢ ; % ¢

24 Hepexna,zmua aBTO3arpy39mMKa: (Autoloader beam), 3 mit

25,1 -xpornrredtr (L bracket), He/Goree 2 mIT. s i T
%26, [1ItatHB 118 MPOGHPOK (Tube Rack Assembly), ze 6ones, T, S
“Pyxosoaurens Peeparbrok cIyKGLI - e
10 HAA30pY B chepe 3APABOOXPAHEHHSR
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(POC3APABHAA3OP)

MPUIOKEHHE
KPEITHCTPALIMOHHOMY Y,ZIOCTOBEPEHHIO

HA MEAMLIMHCROE U3JEJIME
oT 23 oxTaGpn 2019 rona  Ne P3H 2019/9120 ©

27. Aptosarpy3muk (Autoloader).
28. IToanor (Pallet).

29. CtapTOBbIi KOMILICKT PearcHToB | M 6 (M-6 Reagent Kit):
- pasbaButens M-6DR DILUENT, ln,

- auzupytommi pearent M-6LD LYSE; 11

- MH3MpYIOMHif peareHT M-6LN LYSE In;

- nH3Kpylomuit pearear M-6LH LYSE 250 mum;
- kpacuTens M-6FN DYE, 12 mn; - B
- pa3bapurens DS DILUENT, 20&{ &)

- kpacutens M-6FR DYE, 12 Mn ‘
- kpacutens M-6FD DYE, 12, Nbl O
- MHHCTPYKUHA 1O npumeﬁeumo M-6DR; Y
- HHCTPYKIHA 110 npnmeﬂemuo M-6LD;
- HHCTPYKIHA [10 npnmeﬂenmo M-6LH;
- HHCTPYKIIHA N0 npmenenmo M-6LN;
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- MHCTPYKITHSA 110 MpuMEHeHuI0 M-6FD; ¥y Q;\_f;f
- HHCTPYKIAS 0 TIPHMOHEHHIO M- 6FN; )
- HHCTPYKIHS 110 rlplmeHeHmo M-6FR. ~

Il Axganmusarop reMaTonomqecxnu aBTOMa"‘qucmifl BC-6200, B cocrage:

1. AHanmM3arop BC 6200 OCHOBEO# 61I0K. Vo)

2. KaGenp IIPITaHPDI (power cable (EU)), He Gonee 2 1mT. A

3. PykoBoACTBO onepa'ropa BC-6200 (Operator s Manual), He Gonee 2 mT. ';f:!;jﬁ

4. CereBoii Kaﬁem, (Network wire). e

5. Ckanep nnpnx KOZJa BHELIHHI (TpH Heoﬁxommocm)

6. Markuti Kom*eﬁnep Ens 0TX070B, 20 11 (20L soft bottle).

74 Cﬁopxa rcpmmxn EMKOCTH Z1 OTXOROB (Waste Cap assm).

\\~

10 CGopKa KpBIWIKH (IAKOHA peareHTa | M 6LH (M-6LH Cap Component for Lyse).
11. CﬁopKa KpHIIKY (rakoHa pearel-rra ‘M-6LD (M 6LD Cap Compony nt for Lyse)

.,-f £0r-5

14 prﬁxa I OTXOJOB B cOope (Waste Tube assmb). g
150 U_Ira'mB s npodapok (Tube/ Rack Assembly), He
16\ ABTO3ArPY3IHK C npoGoorﬁopHmcom JUISL OTKPBITHE
% 17 ABTO3arpy39mK C npoﬁoorﬁopnmcom IUIs 3aKPBITHIN
Py:cononn're.nb denepannHOl CayROBI

o HaA30pY B cepe 3APaBoOXpaHEeHASH ” M.A. Mypamko
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[PUIOKEHHE
&bn
,M KPETUCTPALUUOHHOMY YAOCTOBEPEHPHO
->>'*j} HA MEAULHHCROE UBAEJIME ~
ot 23 okTa6pn 2019 roja Ne P3H 2019/9120 '

Juct 3
p (90 e
& _', 18. TloanepxuBaomas IIaCTHHA KonTemrepa s pazbaBurens (Dlluent Assembly holder),
7 A He Gosee 2 IUT. 0"
i A 19. KoMOMHHPOBaHHKIE BHHTEI C prrnoifl ronoalcoii M4X8 (M4X8 cornbmed SCrew), He
§g\ 6onee 8 mrt. ‘

20. L-xponmrreiin (L bracket), ae Gonee 2 mT
pl 21. llepexnanuna aBTO3arpy3THKa, (Autoloader beam), 3 mT.

22. Tlomnon (Pallet) (mpu Heoﬁxomocm)

~ 23. KoMnneKkT U3 IByX JUCKOB l'I@

>> ) 23.1. Laboratory Data Management Software (Client).

Y 23.2. Laboratory Data Management Software (Server). f}:\

By 24. CTapTOBEIi KOMILIEKT pca.l‘eHTon M-6 (M-6 Reagent kit):, -
s - pasbaenTems M-6DR DILUENT 1m o

>>x - IM3ApYIOIMH peareHT M~ 6LD LYSE, 1n;

/ - TM3KpYIOMHii peareHT M- 6LN LYSE, 1u;
iz - JIM3KPYIOLMHA peareHT M76LH LYSE, 250 m; >

- kpacuTens M-6FN DYE; 12 mi; L & n 1

- pas6asutens DS DILUENT, 20 i; o -
- kpacutens M-6FR DYE 12 mm; ~ = <<
- kpacuTens M-6FD'T DYE 12 m; O ' o
- HHCTPYKIHA 11O nplmenenmo M-6DR; o) (®))

- HHCTPYKIIHSA 110 npnmenenmo M-6LD; ‘ '-‘ :

- HHCTPYKIMA 1O npmweneHmo M-6LH; 7

- HHCTPYKIHSA TO_ ) TipuMereHmio M-6LN;
- HHCTDYKIUA no mpuMeHennio M-6FD; ) s
- HHCprKl.IHﬂ 0o npuMesenmio M-6FN; (¢ g’ B
- HHCTPYKIMA IO TpuMeHeHnio M-6FR. . "f:f g
11 AHaJmaarop reMaTonoraJeckui aBToma\'rnqecmﬁ BC-6000, B COCTaBE: @
I AHaJmaaTop BC-6000 ocnoBHOI 61101( = g =4
2. KaGens murarms (power cable (EU)), 1 He . Gortee 2 wIT. S '
33 Pyxononc'rno onepatopa BC-6200 (Operator s Manual), Be Gonee 2 nrr

4. Ce’renoﬁ xabenms (Network w1re) S 2

\‘JV

.....

8. €60p1ca KPHIMKH (IaxoHa pa36aBmeJm M- 6D PRE 6o n&d for Diluent).
9. ‘C60pKa KphImKH (aKoHa pearema M-6LH (MigTLH (s ' i G
\Pylcononm*e.m, DenepansHOl-CIyHObI
0 HAX3OPY B chepe 3APaBOOXPaHEHHA
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OEAEPAABHAST CAYJKBA I1O HAA3OPY B COEPE 3APABOOXPAHEHM§
(POC3APABHAA3OP)

TIPUJIOYKEHUE
K PETHCTPALIMIOHHOMY Y/10CTOBEPEHHIO
HA MEWLIMHCKOE U3 AEJHE

14. lltatus ang npodupok (Tube R

O
ot 23 okTa0pa 2019 rona Ne P3H 2019/9120 @@@)
Lr Jluer 4
L0
10. C6opka KphIlIKH QIakoHa pearcHTa \KLD (M-6LD Cap Compone %} Lyse).
11. CGopxka kpsuiky prakona pearentaM-6LN (M-6LN Cap Componen Qfor Lyse).
12. PearenT muia ouncTkH 30u1a Probe Cleanser (Probe Cleanser) (npn@oﬁxommocm).

13. Tpy6xa ans otxonoe B cGope (Waste Tube assmb).
@Assembly) ne Gonee 12 wr. )

15. ABTo3arpy34Hk ¢ mpo6ootbop

M JUTSL OTKPBITHIX POOHpo

16. ABTO3arpy34HK ¢ npoﬁooﬁopﬁ)ﬂ(om JUTSL 3aKPBITEIX IPOOHP

Ip# HEOOXOAUMOCTH).
PH HeOOXOTHMOCTH).

s}’.

N [T ]

.__#'FI ] " "

r..i' -.\

17. TToanepxuBatomas nnacmuag(?menﬁepa Ins pazbaBuTENs @ﬂuem Assembly holder),

He 6onee 2 wir. 2

18. KoMOHHHpPOBaHHbBIE BUHTBI pyraoi rofoskoi M4X8 (1\4&8 combined screw), He Hosee
8 wr.

19. L-xponurreiin (L bracke Donee 2 wr.

20. INepexnazuHa anroaarp uka (Autoloader beam), 3
21. TonzoH (Pallet) (mpu-Heo6x0aHMOCTH).

22. KoMmnekT U3 asyx It B I1O: %
22.1. Laboratory Data (’? agement Software (Client). ™
22.2. Laboratory Data Management Software (Server)Q
23. CtapToBbiii KOMIIAIEKT pearenToB M-6 (M-6 Rea@t kit):
- TU3HPYIOIUM pear ' M-6LD LYSE, 1, \

- nusupytomwuii pearent M-6LN LYSE, 1u; @

- nu3upyromuii pearenT M-6LH LYSE, 250 MIl,

- xpacutens M-6EN DYE, 12 mm; Vég

- pas6aeutens DS DILUENT, 20 n;

- xpacurtens M=6FD DYE, 12 mu; 3
- MHCTPYKUMAIO NpuMereruio M-6LD; )
- uncrpyxungdxo npuMenermio M-6LH; \§$

- HHCTPYKIWA IO puMeHenno M-6LN; ()
- uﬂcmyﬁ no npumenennio M-6FD; .~

A 10 npuMeHeHuo M-6FN..0)

@@93@
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